Backflow in low-volume suction lines: the impact of pressure changes.
A previous study indicated that fluid can flow backward in low-volume suction lines when patients close their lips around the saliva ejector tip. The authors investigated this phenomenon further. They documented physical and mechanical parameters of saliva ejector backflow in low-volume suction lines and concluded that backflow is possible but can be avoided with simple precautions.